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Abstract 
The use of an optical-fibre polarimeter as a chemical sensor is demonstrated. The compound to be detected is 
allowed to adsorb onto a decladded 5cm length of the fibre. The fibre is polarization maintaining with an elliptical 
fibre core and a D-shaped geometry. The overall retardation stability of this fibre polarimeter is 
x0.5 x 2x rad m-’ K-‘. With this sensor adsorption processes of proteins can be followed on-line. The resulting 
relative phase retardations caused by the growth of a monolayer of antibodies (ahCG, ahSA) are -0.25 x 2~. For 
the much smaller protein hSA, this value is ~0.1 x 21-c. 
1. Intruductlon 
The use of optical fibres has received considerable 
attention in the field of biochemical sensors, especially 
because of possible in viuo use [ 11. A fibre-optic device 
is safe, uses no electrical connection to the body, and is 
very flexible, so application in a catheter is one of the 
possibilities. 
In most of the fibre-optic biochemical sensors used 
nowadays, the fibre is only used as a lightguide from 
source to sensing element, which is attached at the fibre 
end [2]. A more effective use of the fibre is obtained by 
using the fibre itself as the sensing element. This can be 
achieved by exploiting the evanescent field of the light 
propagating through the fibre. The high intrinsic sensi- 
tivity of such a device was demonstrated in a fibre 
fluorescence immunosensor [ 3,4]. 
Here we want to discuss another type of evanescent- 
field fibre immunosensor, where no external label 
molecules are required. The sensor consists of a polar- 
ization-maintaining optical fibre that is integrated in a 
polarimetric detection scheme. 
2. Principle of operation 
The propagation velocity of light travelling through 
an optical waveguide is a function of the refractive- 
index profile surrounding the waveguide core up to a 
distance of approximately half a wavelength, i.e., the 
penetration depth of the evanescent field. As a result, 
any event taking place in the evanescent volume of 
the waveguide that changes the refractive-index profile 
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causes the propagation velocity to change. We have 
previously demonstrated that optical interferometry is a 
potentially very sensitive method to detect very small 
refractive-index changes in the immediate vicinity of the 
waveguide surface [5]. Moreover, we have demon- 
strated that this principle could be applied in a proto- 
type planar waveguide immunosensor [6]. 
In conventional (fibre) interferometers the two arms 
of the interferometer a e spatially separated. Consider 
now a fibre with cross section as indicated in Fig. 1, 
through which two orthogonally polarized modes can 
propagate (even and odd LP,,, mode). The elliptical 
core causes the propagation velocities of these two 
modes to be slightly different. Generally, this linear 
birefringence of the fibre transforms input linearly po- 
larized light into elliptically polarized light at the fibre 
output. By etching away part of the cladding, access is 
made to the evanescent field region. A changing refrac- 
tive-index profile near the surface can now modulate 
the propagation constants of the different modes. At 
n cover 
gd,‘- 
s ._ l25clm -..-._ 
(a) 63 
25um n cc%*= 1.560 
n Cl =1.5x 
Fig. I. (a) Cross section of one of the fibres used; (b) cross 
section of the waveguide structure used in the sensitivity calcula- 
tions. 
@ 1993 - Elsevier Sequoia. All rights reserved 
206 
the flat side of the D-shaped fibre the penetration 
depths, and therefore the sensitivity to changes in the 
refractive-index protie of the two modes, are slightly 
different. Consequently, a biochemical surface process 
modulates the polarization state of the light leaving the 
fibre. 
This polarimetric fibre sensor can be considered as a 
differential fibre interferometer. Both the reference and 
the signal arms are contained in the same fibre, result- 
ing in a very simple device. For the fibre polarimeter we 
expect a reduced sensitivity to environmental drift 
parameters such as temperature and vibrations when 
compared to a conventional fibre interferometer [7-91. 
The trade-off is, however, that the sensitivity to changes 
in the refractive-index profile will also be significantly 
lower. 
3. Sensitivity calculations 
The D-shaped birefringent fibres used in our experi- 
ments are commercially available (Andrew Corpora- 
tion, IL, USA). The D-shaped geometry of the fibre has 
two advantages. First, the evanescent-field region of the 
two modes can be reached by removing only a few 
micrometres of the surrounding cladding layer, prevent- 
ing the fibre from becoming very fragile. Secondly, the 
D-shaped geometry transforms an isotropic removal of 
the cladding layer into an anisotropic approach of the 
evanescent fields. The resulting geometrical net differ- 
ence in overlap of the evanescent fields, and therefore 
the biochemical sensitivity of the device, can now be 
optimized. 
It should be mentioned that the sensitivity of the 
individual modes for biochemical surface reactions 
strongly depends upon two fibre parameters: the refrac- 
tive-index difference between the core and the cladding, 
and the core dimensions. For the similar planar wave- 
guide situation it can be calculated [lo-121 that this 
modal biochemical sensitivity increases with increasing 
refractive-index difference between the core and the 
cladding. Increasing the core diameter from the cut-off 
thickness results in a steep increase in sensitivity; how- 
ever, above a certain optimal thickness the sensitivity 
gradually drops to zero [12, 131. The optimal thickness 
is slightly different for the two orthogonally polarized 
modes [13]. For the polarimeter sensitivity, i.e., the 
difference between the two modal sensitivities, this 
means that its magnitude steeply drops to zero and 
changes ign, then reaches an extreme value and gradu- 
ally increases to zero, with increasing core diameter 
from cut-off thickness [ 1 I]. It can be calculated that the 
polarimeter sensitivity of the fibres used in our experi- 
ments is in the gradually increasing part of the sensitiv- 
ity curve. 
TABLE 1. Characteristics of the D-shaped elliptical-core fibres 
used 
Characteristic Value 
Fibre 1 Fibre 2 
Fibre diameter (pm) 
Jacket diameter (km) 
Core ellipse (pm) 
Birefringence B 
Refractive-index difference 
core-cladding 
Numerical aperture (NA) 
Polarization holding (dB m) 
Attenuation (dB/km) 
80 80 
120 120 
1.25 x 2.5 1.5 x 3.0 
4 x IO-4 4 x 10-d 
0.033 0.037 
0.30-0.34 0.30-0.34 
48 45 
10 at 0.85 Nrn 18 at 0.78 km 
Contrary to the analogous planar situation [ 11, 121, 
the waveguide parameters ofoptical fibres cannot easily 
be optimized. Therefore we shall limit the polarimeter 
sensitivity calculations to the dependency on accessible 
parameters. 
We have used two different fibres, both single mode 
for 1 = 780 nm, but with slightly different parameters. 
The most important characteristics of the fibres used 
are summarized in Table 1. 
The cross section of fibre 1 is schematically drawn in 
Fig. l(a). The structure used in the sensitivity calcula- 
tions is shown in Fig. l(b). Here the refractive indices 
of the core and the cladding are calculated for the 
average value (0.32) of the numerical apertures given 
in Table 1. The refractive-index values used in the 
calculations are larger than the actual ones (Andrew 
Corporation, personal communications). However, as 
mentioned, the sensitivity of the fibre does not depend 
strongly on these absolute values, but more upon the 
difference in refractive index and upon the dimensions 
of the core. In fact the overall uncertainty in the 
sensitivity calculations, which will be given in the equa- 
tions, will always be less than +25%. This uncertainty 
arises from the difference between the two fibres used 
and the absolute refractive-index uncertainty. 
For the relative phase retardation A@ caused by any 
process to be monitored, the following formula is used: 
A@ = ABLk, = ABL F (rad) (1) 
0 
Here, & is the wavelength of the laser light used, L the 
interaction length, and AB the change of birefringence 
caused by the process to be monitored. 
3.1. (Biochemical) sensitivity 
The biochemical sensitivity of the polarimeter de- 
pends upon the difference in penetration depth of the 
evanescent fields of the two modes at the flat side of the 
D-shape. The extent of the biochemical response thus 
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depends upon the thickness of the cladding layer at this 
side. It is obvious that the protective silica layer and 
(part of) the cladding layer have to be removed in order 
to have any penetration of the evanescent field at all. 
Several methods are known to calculate numerically 
the characteristics of a fibre with an elliptical fibre core 
and asymmetrical D-shaped geometry. The domain in- 
tegral method (DIM) [ 141 is very useful because 
of its ability to calculate the polarimeter sensitivity 
as a function of cladding thickness. In the DIM 
a waveguiding region which is embedded in a lay- 
ered structure is regarded as a perturbation of the 
background. With a domain-integral equation for the 
electrical field, the waveguiding parameters can be cal- 
culated. The waveguiding region itself can be dis- 
cretized in a number of subdomains. In our situation a 
rectangle consisting of the elliptical fibre core and part 
of the cladding region is divided into 392 small rectan- 
gles (see Fig. l(b)). The elliptical fibre core shape is 
approximated by filling it up with these small rectan- 
gles, yielding a sufficient accuracy. 
The birefringence arising from the elliptical geome- 
try, defined as the difference between the effective re- 
fractive indices of the LP,,, and the LP,,, modes, can 
now be calculated with the DIM. For the unetched 
fibres it follows that 
B geometry = B, z (2.0 f 0.1) x 10m4 
This value is in perfect agreement with the value ob- 
tained with perturbation analysis [151, where the ellipti- 
cal core geometry is approximated by an equivalent 
rectangular waveguide using a first-order perturbation 
approach. This method, however, is only applicable in 
the unetched situation, where there is only a small 
difference between the refractive index of the core and 
that of the cladding. 
The calculated geometrical birefringence is not in 
good agreement with the birefringence data provided by 
the supplier (see Table 1). However, in this supplier’s 
value not only the geometrical birefringence but also 
the birefringence originating from thermal stress 
[16, 171 is included. This contribution can be analyti- 
cally calculated with the following formula [ 17, 181: 
B thstres = 4 = (2) 
Here E is Young’s modulus, C is the stress optical 
coefficient, v is Poisson’s ratio, a,, and a,, are the 
temperature-expansion c efficients of the core and clad- 
ding glasses, respectively, AT is the temperature differ- 
ence between the softening point of the core and 
cladding glasses and the ambient emperature, and a, 
t 
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Fig. 2. The resulting AB as a function of remaining cladding layer 
thickness d,,,with n,,,, = 1.336 (water). 
and uy are the radii of the short and long major axes of 
the ellipse, respectively. 
In deriving formula (2) it is assumed that E and v are 
the same for core and cladding. For E, v and C, most 
often the values for fused silica are used, E z 7800 kg/ 
mm* [17], v z 0.16 [16], and C 2 3.4 x 10-5mm2/kg 
[17-201. For (a, - a,,) we can estimate a value of 
02 x 10e6 [161. With AT z 900 K, it then follows for 
the stress-induced birefringence that 
E, E (1.9 f 0.1) x 10-4 
The total birefringence is thus in good agreement with 
the value provided by the supplier. The thermal stress 
part is not involved in the biochemical sensitivity but 
determines the temperature dependence. The geometri- 
cal part of the normalized birefringence, on the other 
hand, determines the biochemical sensitivity; its temper- 
ature dependence an be neglected. 
In Fig. 2 the geometrical birefringence as calculated 
with the DIM is shown as a function of cladding 
thickness at the flat side of the D-shape. Here, the 
refractive index of the cover layer is chosen to be 1.336 
(water). From this Figure we see that the normalized 
birefringence becomes maximal if the cladding is com- 
pletely removed. Furthermore, it is evident hat only at 
cladding thicknesses below 1 pm does the birefringence 
significantly deviate from the ‘infinite cladding thick- 
ness’ value, 2 x 10w4. 
The biochemical sensitivity behaviour is calculated in 
a similar way. We assume adsorption of a monolayer of 
antibodies, with refractive index 1.45 and thickness 
4 nm [21]. The refractive index of the cover layer is 
chosen to be 1.336, which is the refractive index of a 
buffer solution (see Section 5) as measured with an 
Abbe refractometer. The extra birefringence resulting 
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Fig. 3. Calculations of theextra birefringencecauscd by thegrowth 
of a protein monolayer with a thickness of4 nm and a refractive 
index of 1.45, as a function of remaining cladding thickness. 
from the protein monolayer adsorption is calculated as 
a function of cladding layer thickness (see Fig. 3). 
Not surprisingly, Figs. 2 and 3 exhibit a similar 
behaviour. From Fig. 3 it is clear that the highest 
bio~h~~al sensitivity will be achiev&I when the clad- 
ding layer d,, is completely removed. However, as we 
shall see in Section 5, this situation will be avoided 
because of the low signal throughput: in practical situa- 
tions, a balance has to be found between the sensitivity 
on one hand and the waveguiding quality and strength 
of the decladded fibre on the other hand. We have 
found that a reasonable ~ompro~se is obtained at a 
layer thickness & ~0.25 pm. Here, the biochemical 
sensitivity is half the maximal value. 
With $ a 0.25 pm and A, = 780 mn, the bulk refrac- 
tive-index step from air (n = 1.00) to pure water 
(n = 1.334) can be calculated to give rise to a relative 
phase retardation (see eqn. (I)): 
A@ g L(250 f 2927~ (rad) (3) 
From Fig. 3 it follows that complete antibody protein 
monolayer adsorption results in a relative phase retar- 
dation 
AQtgQ4-t 1)2n (rad) (4) 
When compared to the sensitivity of a well-designed 
[5, 131 waveguide structure in a Mach-Zehnder inter- 
ferometer configuration [12], the difference is enor- 
mous. In that situation the same protein monolayer 
adso~tion results in a phase change of = 35 x 27c, with 
an interaction length of only 1 cm. 
3.2. Temperature dependence 
The biochemical sensitivity of the polarimeter is ob- 
tained by small deviations from the initial geometry of 
the refractive-index profile around the fibre, thereby 
changing the geometrical birefringence. However, the 
temperature dependence originates from the thermal- 
stress-induced birefringence of the fibre. For the tem- 
perature dependence of the relative phase retardation 
we can rewrite eqn. (1) as 
C-ad) 
With formula (2) it can easily be calculated that 
aBJ8T z 4 x 10d7 K-‘. Here the temperature effects on 
E, C, LX, v and a are negligible. For the relative phase 
ret~dation it now follows with .& = 780 nm that 
A@ s (0.5 2 0. 1)L AT2a (rad) (6) 
This temperature d pendence is rather large when com- 
pared .to the biochemical sensitivity (eqn. (4)) of the 
polarimeter, and enormous in comparison with that of 
the placar wave~de ~terferometer [12]. The big ad- 
vantage of the frbre ~Iar~eter is not its sensitivity, 
however, but the very simple design and the flexibility of 
the fibre. 
The basic configuration of our fibre polarimeter is 
shown in Fig. 4. A temperature-stabilized single-mode 
Hitachi HL7806G laser diode (LD) was used as the light 
source with wavelength 780 nm. The laser light is colli- 
mated with a compact disk (CD) lens, travels through a 
Faraday rotator (10-D-780, OFR, NJ, USA} and a 
half-wave plate (A/Z). It is launched into the polariza- 
tion-maintaining fibre through a 20 x microscope objec- 
tive (MO) by using a fibre-optic positioner (FOP). The 
Faraday rotator (FR) prevents backscattering of laser 
light into the laser cavity, originating frdm relections 
from the two fibre ends and the half-wave plate. In this 
way mode-hops are avoided, which would otherwise 
limit the stability of the polarimeter. The half-wave plate 
is used to launch equal amplitudes of linearly polarized 
light into both modes of the fibre. In the sensing element 
(SE), described in the next Section, the polarization state 
is mod~ated by a chan~ng chemical environment. 
The elliptically polarized output beam is collimated 
with a microscope objective and passes a Pockels cell 
(EOD, PC100/4 series). A voltage applied to this cell 
(PC) changes the difference in refractive index between 
its two axes and therefore the state of ellipticity of the 
light passing through. The axes of the Pockels cell are 
parallel with the axes of the fibre core ellipse. Behind the 
Pockels cell a polarizing cube beamsplitter (PBS) is 
placed, with its axes at an angle of 45” to those of the 
Pockels cell. The intensities of the reflected and transmit- 
ted beams are measured with photodiodes (PD). 
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Fig. 4. The basic configuration f the fibre polarimeter. For explanation of the abbreviations, see text. 
By regulating the voltage applied to the Pockels cell, 
the difference between the two measured intensities can 
be regulated to zero. A feedback loop is used for this. 
In this situation the initially elliptically polarized fibre 
output is actively transformed into circularly polarized 
light. By taking the regulation voltage as the signal, a 
constant (maximal) sensitivity and a decreased intensity 
dependence are provided. Furthermore, the applied 
voltage is proportional to the relative phase retardation 
caused by the processes to be monitored. 
The maximum relative phase retardation that can be 
introduced on-line with the Pockels cell is limited to 
r2n. The resolution is better than 1 x lo-’ x 2~. The 
temperature dependence of the Pockels cell is 
x0.02 x 2x rad K-i. The temperature dependence of 
the fibre polarimetric response is experimentally found 
to be much larger, x0.5 x 2rr rad m-’ K-l. This is in 
good agreement with the calculated ependence ( qn. 
(5)). 
5. Results and discussion 
5.1. Preparation of the jibre sensing element 
As indicated in Section 2, it is necessary to remove 
the complete protective silica layer and part of the 
cladding layer of the fibre to obtain a biochemically 
sensitive polarimeter. This is done by wet chemical 
etching of a certain length (interaction length) of the 
fibre, yielding the sensing element. The etchant used is 
a mixture consisting of three liquids; a standard SiO, 
etchant solution with a volume ratio HF:NH,F = 
12$87+ (ammonium fluoride etchant AF, Merck), dis- 
tilled water and an NH,F solution with volume ratio 
NH_,F:H,O = 2:3 (40% ammonium fluoride solution, 
Merck). In order to get a well-defined interaction 
length, an HF-resistant polymer layer (Shipley Microp- 
osit photoresist, ~1400-31) is deposited on the fibre 
outside the sensing element. Afterwards, this protective 
layer can be removed from the fibre using acetone. In 
our experiments he interaction length is chosen to be 
(5 f 0.2) cm because of practical considerations, while 
the fibre itself is x30 cm long. 
The etching process of the silica layer can be followed 
on-line using the set-up shown in Fig. 4. During this 
process the feedback loop is not activated because of 
the limited range of the Pockels cell. In view of the 
large relative phase retardations involved, Simple fringe 
counting can be applied. The etching procedure is 
stopped by removing the fibre from the etchant, after 
which the tibre is rinsed with pure water. 
From the literature it is known that the smoothness 
of the etched fibre surface is dependent upon the 
etchant composition [22]. Therefore the etching proce- 
dure was performed with three etching liquids. Here the 
mixture composition of etchant solution was varied. In 
Fig. 5 the results are summarized. From Fig. 5(a) it is 
clear that increasing the HF fraction results in higher 
etching rates and thus in more relative phase retarda- 
tion per unit time. Etching too fast, however, is con- 
comitant with deteriorating waveguiding characteristics, 
as seen in Fig. 5(b). The same holds to a lesser extent 
for etching too slowly. Satisfactory results are obtained 
with the ‘etchant 2, with the composition (volume 
ratio) standard SiO, etchant:H,O:40% N&F = 1: 1: 1, 
This etchant was used for the further experiments. 
From Section 3 it is known that the highest biochem- 
ical sensitivity is obtained by completely removing the 
cladding layer (see Fig. 4). With an interaction length 
of 5 cm, this is equivalent to the passage of x25 fringes 
as observed with a test fibre. As a compromise between 
signal throughput and fibre strength on the one hand, 
and sensitivity on the other, the cladding is etched until 
approximately 12 fringes have passed (see Fig. 5). In 
view of the maximum number of fringes, it can be 
calculated that the remaining cladding thickness is 
go.25 pm (see Fig. 3). This is the dC, value used in 
Section 3. 
5.2. Coating of the jbre surface and immune 
experimen Is 
Before the biochemical experiments are started, the 
sensitivity of the fibre can be checked with bulk refrac- 
tive-index steps. Hereto the etched part of the fibre is 
placed in a large PMMA flow-through cuvette, with 
length 100 mm and diameter 1 cm. With a peristaltic 
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Fig. 5. The etch process of the sensing element, with an interac- 
tion length E 5 cm. The etchant solution is a mixture of three 
liquids (see text). The volume ratio of standard SiO, etchant: 
H,O%%NH,F solution is used as a parameter: etchant 
1 g l:O:O; etchant 22 1:0:6; etchant 3 z 1:l:l. (a) The resulting 
phase change as a function of time. (b) The resulting fringe depth 
as a function of phase change. 
pump pure water is pumped slowly through the cuvette. 
The relative phase retardation corresponding to this 
bulk refractive-index step of 0.334 is (14 f 1) x 2x in 
all cases. This is in good agreement with the calculated 
value for L = 5 cm (see eqn. (3)). 
After this sensitivity check the biochemical experi- 
ments are started, for which the fibre is placed in a 
PTFE cuvette. Open (65 mm length x 6 mm width x 
4 mm height, content g 2 ml) as well as flow-through 
(100 mm length, 2 mm diameter, content z 0.3 ml) 
cuvettes were used. The cuvette is then filled with a 
buffer solution. Both Sorensen buffer (SB, osmolal- 
ity = 150 + 10 mOsmol/kg H,O, pH = 7.40) as well as 
phosphate buffer solution (PBS, osmolality = 280 k 
lOmOsmol/kg H,O, pH = 7.35) were used, but no 
difference in behaviour was found. 
From this moment he feedback loop of the Pockels 
cell is activated. In this way the kinetics of the coating 
of the receptor molecules onto the fibre surface can be 
monitored. The coating of the receptor layer is done by 
adsorption. We have used two different coating proce- 
dures as well as different receptor molecule types. 
In the first coating procedure, the buffer solution is 
replaced by a solution containing 0.05 mg/ml protein. 
This was followed by the immuno experiments, in 
which the cuvette is filled with a solution containing the 
specific partner molecule of the adsorbed protein. In all 
cases we were unable to detect unambiguously the 
immune reactions. The proteins used for coating are 
human serum albumin (hSA, molecular weight 
x65 kD), the polyclonal antibody anti-human serum 
albumin (ahSA, molecular weight x 150 kD) and the 
monoclonal antibody anti-human chorionic gona- 
dotropin (txhCG, molecular weight x 150 kD). In Fig. 
6(a) the typical relative phase retardations resulting 
from the adsorption of these types of protein are 
shown. The equilibrium values shown in Fig. 6(a) ex- 
hibit a reproducibility of x 10%. The experimentally 
found kinetics qualitatively correspond to those for a 
diffusion-limited adsorption, which is expected for this 
type of surface reaction. 
The added protein concentration was chosen high 
enough to result in a complete quilibrium monolayer 
coverage of the fibre surface. This was confirmed by 
adding even higher concentrations of these proteins, 
which did not result in further adsorption. The mea- 
sured equilibrium phase retardations corresponding to 
the antibody protein monolayers are ~0.22 x 2n, as 
can be seen from Fig. 6(a). This value is in good 
agreement with the estimates made in eqn. (4) for 
L = 5 x lo-’ m, where a protein monolayer thickness 
value of 4 nm with refractive index of 1.45 was used. 
The difference in molecular weight between the 
smaller antigen protein hSA and the two larger anti- 
body proteins ahSA and ahCG is reflected in the 
relative phase retardations corresponding to the respec- 
tive monolayers. The phase retardation ratio is x2, 
which is also measured with the planar waveguide 
interferometer [12]. This value is in good agreement 
with the ratio in molecular weights. Assuming the same 
refractive index, this means an hSA monolayer thick- 
ness of x2 nm. 
The second coating procedure is based on earlier 
communications [ 12,231 in which we have indicated 
that coating of approximately one third of a monolayer 
on a hydrophobic surface leads to an optimum im- 
munoresponse. However, application of this procedure 
(see Fig. 6(b)) to the present device does not result 
in an umambiguous detection of an immunoreaction. 
We believe that this is due to the fact that the tempera- 
ture stability of the fibre polarimeter is not sufficient: 
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Fig. 6. The relative phase retardation asa function of time caused 
by the two different coating procedures u ed. (a) The adsorption 
of monolayers of three different proteins, tarting at t = 0 min. (b) 
The adsorption of a fraction (~0.3) of a monolayer of the 
antibody ahCG, followed by a blocking procedure [19,21] after 
40 min. The blocking procedure is performed with a high concen- 
tration of the protein (bSA) in order to prevent non-specific 
adsorption. Before the adsorption, the fibre was dipped in hexa- 
methyldisilane (HMDS), yielding a hydrophobic fibre surface. 
for an optimum antibody coating we expect on the basis 
of our previous measurements [12,23] a maximum 
immunoresponse corresponding to a signal of A@ E 
0.015 x 2n, which is comparable to the phase fluctua- 
tions originating from a temperature variation of 0.1 K. 
6. Conclusions 
In this paper we have demonstrated that the growth 
of a layer of proteins can be sensitively detected using a 
polarization-maintaining D-shaped fibre in a polarime- 
ter configuration. The interaction length of the pre- 
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pared fibre is E 5 cm. The resulting relative phase 
retardations caused by the growth of a monolayer of 
antibodies (orhSA, ahCG) are ~0.25 x 2n. For a mono- 
layer of the much smaller protein hSA this value is 
~0.1 x 2n. These results are in good agreement with 
the calculated sensitivity of the device for adsorption of 
a monolayer. 
The phase resolution of the present fibre sensor as- 
sembly (30 cm fibre length, 5 cm interaction length) for 
protein (n = 1.45) layer growth is x0.04 x 271 rad nm’. 
The temperature stability is estimated at x0.5 x 2n 
rad m-’ K-‘. In our experiments’a temperature ise of 
0.1 K thus gives rise to a relative phase retardation of 
0.015 x 2x rad. This is the same order of magnitude as 
the maximal immune response to be expected for the 
receptor-layer coating procedure we have used. With 
this receptor-layer coating procedure the sensor is obvi- 
ously not suitable for monitoring immunoreactions. 
However, with more sophisticated receptor-layer coat- 
ing procedures the signals arising from immunoreac- 
tions can be at least two orders of magnitude increased 
[24] when compared with a covalently bound receptor- 
layer situation (which is already better than the adsorp- 
tion procedure used in our experiments). 
The biochemical sensitivity of the fibre polarimeter 
strongly depends upon the intrinsic fibre parameters 
(numerical aperture and core diameter) and upon ac- 
cessible parameters uch as the remaining cladding 
thickness. In the present communication we have only 
investigated the influence of this last parameter. How- 
ever, it is obvious that a careful selection of particular 
intrinsic fibre parameters and an appropriate optical 
wavelength could significantly increase the overall sen- 
sor performance. 
The performance of the sensor can also be improved 
by increasing the interaction 1ength:fibre l ngth ratio. 
Further considerable improvements can be expected by 
using a D-shaped fibre in a double mode [25], or even 
a three-mode option. Here both temperature effects as well 
as the biochemical surface reactions can in principle be 
distinguished by using an appropriate -detection scheme. 
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